
| Sample       | Location            | Volume (Liters) | Area Analyzed (mm²) | Non Asb | Asbestos Type(s) | #Structures 0.5µ < 5µ 5µ | Analytical Sensitivity (S/cc) | Asbestos Concentration (S/mm²) | (S/cc) |
|--------------|---------------------|-----------------|---------------------|--------|-----------------|--------------------------|----------------------------|----------------------------|
| NP-TEM-1     | Gym Storage Room    | 900.00          | 0.0910              | 0      | None Detected   | 0                        | 0.0047                     | <11.00                       | <0.0047 |

041904405-0001

Analyst(s)

Daniel Geoffroy (1)

Benjamin Ellis, Laboratory Manager
or other approved signatory

EMSL maintains liability limited to cost of analysis. This report relates only to the samples reported above and may not be reproduced, except in full, without written approval by EMSL. EMSL bears no responsibility for sample collection activities or analytical method limitations. Interpretation and use of test results are the responsibility of the client. This report must not be used to claim product certification, approval, or endorsement by NVLAP, NIST, or any agency of the federal government. EMSL is not responsible for data reported in structures/cc, which is dependent on volume collected by non-laboratory personnel. Samples received in good condition unless otherwise noted. The test results meet the requirements of NELAC unless otherwise noted. Estimated accuracy, precision and uncertainty data available upon request.

Samples analyzed by EMSL Analytical, Inc. Cinnaminson, NJ NVLAP Lab Code 101048-0, AIHA-LAP, LLC-IHLAP Lab 100194, NYS ELAP 100194, NJ DEP 03035, PA ID# 60-00357

Initial report from: 02/16/2019 13:00 PM

ASB_TEMaphael_0004_0001 Printed: 2/16/2019 1:01:00PM